Highly sensitive flow injection detection of hydrogen peroxide with high throughput using a carbon nanofiber-modified electrode.
A highly sensitive method for the rapid flow injection amperometric detection of hydrogen peroxide is reported, which is based on the excellent catalytic activity of carbon nanofiber coated simply on an electrode towards the reduction of H2O2 and has high throughput and interesting potential for the development of rapid and highly sensitive biosensors.